A semi-automated method for the determination of glycosylated haemoglobin.
A new routine, automated method for the determination of glycosylated haemoglobin is presented. The method offers improvements in analytical capacity, and precision, together with reduced running costs over existing methods, which should assist in making the determination of glycosylated haemoglobin more readily available to the clinician treating diabetes.